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DUTY AREA  
CRYOGENICS EQUIPMENT OPERATOR, (MOS 6074) 

 
A. GENERAL, OPERATING AND SAFETY DUTIES 
 

1. Operates and maintains applicable shop support/special equipment. 
2. Demonstrates/applies applicable safety precautions and procedures around the work center. 
3. Demonstrates/applies knowledge of applicable publications, diagrams, sketches and drawings. 
4. Performs tasks using applicable precision measuring equipment (PME). 

 
B. SCHEDULED AND UNSCHEDULED MAINTENANCE DUTIES 
 

1. Performs required scheduled/unscheduled inspections on applicable systems/components as per Maintenance Requirement Cards. 
2. Incorporates applicable Technical Directives changes/bulletins. 
3. Detects corrosion and performs corrosion control. 
4. Demonstrates/applies knowledge of the principle of operation and performs applicable intermediate level maintenance on the 

TMU-83/E liquid oxygen storage tank using appropriate maintenance procedures and support/test equipment. 
5. Demonstrates/applies knowledge of the principle of operation and performs applicable intermediate level maintenance on the 

TMU-84/E liquid nitrogen storage tank using appropriate maintenance procedures and support/test equipment. 
6. Demonstrates/applies knowledge of the principle of operation and performs applicable intermediate level maintenance on the 

A/U26U-1 oxygen servicing unit using appropriate maintenance procedures and support/test equipment. 
7. Demonstrates/applies knowledge of the principle of operation and performs applicable intermediate level maintenance on the 

A/E24T-226 Aviators Breathing Oxygen Contaminant Analyzer (ABOCA) using appropriate maintenance procedures and support/test 
equipment. 

8. Demonstrates/applies knowledge of the principle of operation and performs applicable intermediate level maintenance on the 
NAN-3 nitrogen servicing unit using appropriate maintenance procedures and support/test equipment. 

9. Demonstrates/applies knowledge of the principle of operation and performs applicable intermediate level maintenance on the 
TMU-70/M LOX servicing trailer using appropriate maintenance procedures and support/test equipment. 

10. Demonstrates/applies knowledge of the principle of operation and performs applicable intermediate level maintenance on the 
A/E26U-1/2 N2/O2 Recharger using appropriate maintenance procedures and support/test equipment. 

11. Demonstrates/applies knowledge of the principle of operation and performs applicable intermediate level maintenance on the 
ASU2-620RPSA-TME liquid O2/N2 generating plant using appropriate maintenance procedures and support/test equipment. 

12. Demonstrates/applies knowledge of the principle of operation and performs applicable intermediate level maintenance on the 
GGU-9/M 02/N2 generator using appropriate maintenance procedures and support/test equipment. 

13. Demonstrates/applies knowledge of the principle of operation and performs applicable intermediate level maintenance on the 
portable high pressure nitrogen cylinder using appropriate maintenance procedures and support/test equipment. 

14. Demonstrates/applies knowledge of the principle of operation and performs applicable intermediate level maintenance on the 
A/M26U-4 NAN-4/4A nitrogen trailer using appropriate maintenance procedures and support/test equipment. 

15. Demonstrates/applies knowledge of operation and performs applicable intermediate level maintenance on the 1000/2000 Gallon 
oxygen/nitrogen (O2/N2) Cryogenic Service Systems using the appropriate maintenance procedures and support/test equipment. 

16. Demonstrates/applies knowledge of the principle of operation and performs applicable intermediate level maintenance on the 
Cryogenic sampler using appropriate maintenance procedures and support/test equipment. 

17. Demonstrates/applies knowledge of the principle of operation and performs applicable intermediate level maintenance on the 
RC-1/LAU-TM liquid O2/N2 Recharger using appropriate maintenance procedures and support/test equipment. 

18. Demonstrates/applies knowledge of the principle of operation and performs applicable intermediate level maintenance on the 
TMU-27/M 50 Gallon LOX Servicing Trailer using appropriate maintenance procedures and support/test equipment. 

19. Demonstrates/applies knowledge of the principle of operation and performs applicable intermediate level maintenance on the 
E/A26M-2A N2 receiver maintenance facility using appropriate maintenance procedures and support/test equipment. 
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SKILL PROGRESSION LEVEL DEFINITIONS 
 

 
LEVEL I: An asterisk in Level I indicates the task is taught at the “entry level (A) School”. 
 
LEVEL II:  An asterisk in Level II indicates the task is taught at the NAMTRAMAR Unit.  Other task in Level II not indicated with an 

asterisk will be signed off when exposed to the individual for the first time.  All subsequent training in which the Marine 
performs after initial exposure should be annotated on the OPNAV 4790/33 form until he\she is signed off in level III. 

 
LEVEL III: An asterisk in level III indicates the task is considered training essential.  A sign-off in Level III indicates the marine can 

perform that task w/o supervision.  The unit is responsible for these sign-offs. 
 
LEVEL IV Used by the unit to indicate an individual is advanced in technical and supervisory functions.  Prior to sign-off, all training 

essential and training optional task in level III must be signed-off.  Only one sign-off for the duty area is required. 
 
Sign-off blanks: (MO/YR)/(INDIVIDUAL’S INITIALS)/(SUPERVISOR’S INITIALS) 
 
Note: Refer to MCO P4790.20_ for further clarification. 
 



ITSS (MATMEP) 800 DIVISION 
 

Date: May 2002 
3

INDIVIDUAL DUTY AREA QUALIFICATION SUMMARY 
CRYOGENICS EQUIPMENT OPERATOR, (MOS 6074) 

 
NAME/SSN  GRANTED MOS 6071  /  LEVEL II Completed  /  
  GRANTED MOS 6074  /  LEVEL III Completed  /  
 LEVEL IV Completed  /  
 
 
 
DUTY # 

 
DUTY DESCRIPTION 

LEVEL I 
DATE/SIGN 

LEVEL II 
DATE / SIGN 

LEVEL III 
DATE / SIGN 

LEVEL IV 
DATE / SIGN 

A GENERAL, OPERATIONAL AND SAFETY DUTIES XXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXX 
A.1 SUPPORT/SPECIAL EQUIPMENT XXXXXXXXXXXXX / / / 
A.2 SAFETY PRECAUTIONS AND PROCEDURES XXXXXXXXXXXXX / / / 
A.3 PUBLICATIONS, DIAGRAMS, SKETCHES AND DRAWINGS XXXXXXXXXXXXX / / / 
A.4 PRECISION MEASURING EQUIPMENT (PME) XXXXXXXXXXXXX / / / 
B SCHEDULED AND UNSCHEDULED MAINTENANCE DUTIES XXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXXX 
B.1 SCHEDULED/UNSCHEDULED INSPECTIONS XXXXXXXXXXXXX XXXXXXXXXXXXX / / 
B.2 TECHNICAL DIRECTIVES CHANGES/BULLETINS XXXXXXXXXXXXX XXXXXXXXXXXXX / / 
B.3 CORROSION CONTROL XXXXXXXXXXXXX / / / 
B.4 TMU-83/E LIQUID OXYGEN STORAGE TANK XXXXXXXXXXXXX / / / 
B.5 TMU-84/E LIQUID NITROGEN STORAGE TANK XXXXXXXXXXXXX / / / 
B.6 A/U26U-1 OXYGEN SERVICING UNIT XXXXXXXXXXXXX / / / 
B.7 A/E24T-226 AVIATORS BREATHING OXYGEN CONTAMINANT 

ANALYZER (ABOCA) XXXXXXXXXXXXX / / / 
B.8 NAN-3 NITROGEN SERVICING UNIT XXXXXXXXXXXXX / / / 
B.9 TMU-70/M LOX SERVICING TRAILER XXXXXXXXXXXXX / / / 
B.10 A/E26U-1/2 N2/O2 RECHARGER XXXXXXXXXXXXX XXXXXXXXXXXXX / / 
B.11 ASU2-620 RPSA-TME liquid O2/N2 generating plant XXXXXXXXXXXXX / / / 
B.12 GGU-9/M 02/N2 GENERATOR XXXXXXXXXXXXX / / / 
B.13 PORTABLE HIGH PRESSURE NITROGEN CYLINDER XXXXXXXXXXXXX / / / 
B.14 A/M26U-4 NAN-4/4A NITROGEN TRAILER XXXXXXXXXXXXX / / / 
B.15 1000/2000 GALLON OXYGEN/NITROGEN (O2/N2) CRYOGENIC 

SERVICE SYSTEMS XXXXXXXXXXXXX / / / 
B.16 CRYOGENIC SAMPLER XXXXXXXXXXXXX / / / 
B.17 RC-1/LAU-TM LIQUID O2/N2 RECHARGER XXXXXXXXXXXXX / / / 
B.18 TMU-27/M 50 GALLON LOX SERVICING TRAILER XXXXXXXXXXXXX / / / 
B.19 A/E26M-2A N2 RECEIVER MAINTENANCE FACILITY XXXXXXXXXXXXX / / / 
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INDIVIDUAL QUALIFICATION RECORD 
CRYOGENICS EQUIPMENT OPERATOR, (MOS 6074) 

 
A. GENERAL, OPERATING AND SAFETY DUTIES 
 
A.1 Operates and maintains applicable shop support/special equipment. 
 
TASK # TASK DESCRIPTION REFERENCE LEVEL I LEVEL II LEVEL III LEVEL IV 
A TMU-83/E liquid oxygen storage tank AG-310A0-0MN-000  * / / * / / 
B TMU-84/E liquid nitrogen storage tank AG-310A0-0MN-000  * / / * / / 
C A/U26U-1 oxygen servicing unit NA 19-25D-31  * / / * / / 
D A/E24T-226 Aviators Breathing Oxygen Containment 

Analyzer (ABOCA) NA 17-15-98  * / / * / / 
E NAN-3 nitrogen servicing unit NA 19-25B-15  * / / * / / 
F TMU-70/M Lox servicing trailer NA 19-25D-26  * / / * / / 
G A/E26U-1/2 N2/02 recharger AG-110CO-OMP-000   / / * / / 
H ASU 2620 RPSA-TME liquid O2/N2 generating plant NA 19-25D-36  * / / * / / 
I GGU-9/M O2/N2 generator NA19-75AAC-14-1/2  * / / * / / 
J Portable high pressure nitrogen cylinder NA 19-35-17  * / / * / / 
K A/M26U-4 NAN-4/4A nitrogen trailer AG-750A0-OMN-000  * / / * / / 
L 1000/2000 Gal Oxygen/Nitrogen cryogenic service system NA 19-5-502  * / / * / / 
M Cryogenic sampler AG-115SL-OMP-000  * / / * / / 
N RC-1/LAU-TM liquid O2/N2 Recharger NA 19-75AA5-15  * / / * / / 
O TMU-27/M 50 Gallon LOX Servicing Trailer NA 19-25D-35  * / / * / / 
P A/E26M-2A N2 receiver maintenance facility NA 19-5-503  * / / * / /  

 
 
 
A.2 Demonstrates/applies applicable safety precautions and procedures around the work center. 
 
TASK # TASK DESCRIPTION REFERENCE LEVEL I LEVEL II LEVEL III LEVEL IV 
A Ground occupational safety and health program in 

specific areas     
A-1 First aid procedures Marine BST/ 

Essential 
Subjects Book  * / / * / / 

A-2 Fire fighting NA 06-30-501  * / / * / / 
A-3 Hazardous material/waste OPNAVINST 4790.2 

OSHA 29 CER 1910 
NAVAIR A1-NAVOSH- 
SAE-000/P5100-1 
DOD 4140.27-M 
Local Inst.  * / / * / / 

A-4 Safety procedures near electricity OSHA 29 CFR 1910 
NAVAIR A1-NAOSH- 
SAF-000/P5100-1 
Local Inst.  * / / * / /  
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DA A.2 (Continued) 
 
TASK # TASK DESCRIPTION REFERENCE LEVEL I LEVEL II LEVEL III LEVEL IV 
A-5 Safety markings OSHA 29 CFR 1910 

NAVAIR A1-NAOSH- 
SAF-000/P5100-1 
Local Maint Inst  * / / * / / 

A-6 High pressure gas cylinder safety NA06-20-2  * / / * / / 
B Cryogenic hazards and safety precautions NA096-30-501    
B-1 Personal protective equipment (Safety/flight boots, 

clothing, hearing/eye protection, etc.) 
OSHA 29 CFR 1910 
NAVAIR A1-NAOSH- 
SAF-000/P5100-1  * / / * / / 

B-2 LOX Safety/storage Procedures IL-HANDBOOK-1024-
1/3 NA06-30-501 
A6-332A0-GYD-000  * / / * / / 

B-3 Aviators Breathing Oxygen (ABO) NA06-30-501 
AG-332A0-GYD-000  * / / * / /  

 
 
A.3 Demonstrates/applies knowledge of applicable publications, diagrams, sketches and drawings. 
 
TASK # TASK DESCRIPTION REFERENCE LEVEL I LEVEL II LEVEL III LEVEL IV 
A Naval Aviation Maintenance Program OPNAVINST 4790.2_  * / / * / / 
B Individual Component Repair List NAVINST 4790.4   / / * / / 
C Naval Air Systems Command Technical Manual Program NA 00-25-100   / / * / / 
D Support Equipment Basic Handling & Safety NA 00-80T-96   / / * / / 
E Equipment Applicability List NA 00-500-A   / / * / / 
F Support Equipment Cross Reference NA 00-500-SE   / / * / / 
G Aircraft Weapons Cleaning & Corrosion Control NA 01-1A-509  * / / * / / 
H Cylinder Gas Use Handling & Maintenance NA 06-20-2  * / / * / / 
I Oxygen/Nitrogen Cryogenic System NA 06-30-501  * / / * / / 
J Ground Support Equipment Cleaning & Corrosion Control NA 17-1-125  * / / * / / 
K Nitrogen Service Unit (NAN-3) NA 19-25B-15  * / / * / / 
L Service Trailer Liquid Oxygen TMU-70/M NA 19-25D-26  * / / * / / 
M ASU2-620RPSA-TME liquid O2/N2 generating plant NA 19-25D-36  * / / * / / 
N GGU-9/M O2/N2 generator NA 19-75AAC-14-

1/2  * / / * / / 
O A/E26U-1/2 O2/N2 Recharger AG-110C0-OMP-000   / / * / / 
P A/M26U-4/4A Nitrogen Servicing Unit AG-750AO-OMN-000  * / / * / / 
Q TMU-83/84E LO2/LN2 Storage Tank AG-310AO-OMN-000  * / / * / / 
R RC-1/LAU-TM Liquid O 2/N2 Re-charger NA 19-75AA5-15  * / / * / / 
S TMU-27/M 50 Gallon LOX Servicing Trailer NA 19-25D-35  * / / * / / 
T A/E26M-2A N2 Receiver Maintenance Facility NA 19-5-503  * / / * / / 
U A/U26U-1 Oxygen Servicing Trailer NA 19-25D-31  * / / * / / 
V A/E24T-226 Aviators Breathing Oxygen Contaminant 

Analyzer (ABOCA) NA 17-15-98  * / / * / / 
W Portable High Pressure N2 Cylinder NA 19-35-17  * / / * / / 
X 1000/2000 O2/N2 Cryogenic Service System NA 19-5-502  * / / * / / 
Y Cryogenic Sampler AG-115SL-OMP-000  * / / * / /  
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DA A.3 (Continued) 
 
TASK # TASK DESCRIPTION REFERENCE LEVEL I LEVEL II LEVEL III LEVEL IV 
Z Safety Requirements for Naval Aviation Shore Activities NA A1-NAOSH-SAF-

000/P5100-1   / / * / /  
 
 
A.4 Performs tasks using applicable precision measuring equipment (PME). 
 
TASK # TASK DESCRIPTION REFERENCE LEVEL I LEVEL II LEVEL III LEVEL IV 
A Operates multi-meter NA 19-75AAC-14-1/2  * / / * / / 
B Operates torque wrench NA 19-75AAC-14-1/2  * / / * / / 
C Operates micrometers NA 19-75AAC-14-1/2  * / / * / / 
D Operates calipers NA 19-75AAC-14-1/2  * / / * / / 
E Operates gas flow meters NA 19-75AAC-14-1/2  * / / * / / 
F Operates liquid flow meters NA 19-75AAC-14-1/2  * / / * / /  

 
 



ITSS (MATMEP) 800 DIVISION 
 

IQR, MOS 6074, NAME:  DATE: May 2002 
 B-1

INDIVIDUAL QUALIFICATION RECORD 
HELICOPTER MECHANIC, (MOS 6074) 

 
B. SCHEDULED AND UNSCHEDULED MAINTENANCE DUTIES 
 
B.1 Performs required scheduled/unscheduled inspections on applicable systems/components as per Maintenance Requirement Cards. 
 
TASK # TASK DESCRIPTION REFERENCE WUC LEVEL 1 LEVEL II LEVEL III LEVEL IV 
A TMU-83/E Liquid Oxygen Storage Tank      
A-1 4 week AG-115A0-MRC-0110 030000B   / / * / / 
A-2 24 week AG-115A0-MRC-0110 030000J   / / * / / 
B TMU-84/E Liquid Nitrogen Storage Tank      
B-1 4 week AG-750A0-MRC-010 030000B   / / * / / 
B-2 24 week AG-750A0-MRC-010 030000J   / / * / / 
C A/U26U-1 Oxygen Servicing Unit      
C-1 91 day NA19-600-269-6-2 030000G   / / * / / 
C-2 182 day NA19-600-269-6-2 030000J   / / * / / 
D A/E24T-226 Aviator's Breathing Oxygen 

Contaminant Analyzer (ABOCA) 
 

 
 

  
D-1 14 day NA-19-600-190-6-2 030000A   / / * / / 
D-2 60 day NA-19-600-190-6-2 030000E   / / * / / 
D-3 180 day NA-19-600-190-6-2 030000J   / / * / / 
E NAN-3 Nitrogen Servicing Unit      
E-1 13 week NA19-600-163-6-2 030000G   / / * / / 
E-2 26 week NA19-600-163-6-2 030000J   / / * / / 
E-3 52 week NA19-600-163-6-2 030000M   / / * / / 
F TMU-70/M LOX Servicing Trailer      
F-1 13 week NA19-600-17-138-6-2 030000G   / / * / / 
F-2 26 week NA19-600-17-138-6-2 030000J   / / * / / 
G A/E26U-1/2 N2/02 Recharger      
G-1 13 week AG-110C0-MRC-010 030000G   / / * / / 
G-2 26 week AG-110C0-MRC-010 030000J   / / * / / 
G-3 52 week AG-110C0-MRC-010 030000M   / / * / / 
H ASU2-620RPSA-TME liquid O2/N2 Generating 

Plant 
 

 
 

  
H-1 28 day NA 19-600-309-6-2 030000B   / / * / / 
H-2 91 day  NA 19-600-309-6-2 030000G   / / * / / 
H-3 182 day NA 19-600-309-6-2 030000J   / / * / / 
H-4 365 day NA 19-600-309-6-2 030000M   / / * / / 
H-5 100 hr NA 19-600-309-6-2 030000G   / / * / / 
H-6 200 hr NA 19-600-309-6-2 030000K   / / * / / 
H-7 500 hr  NA 19-600-309-6-2 030000N   / / * / / 
H-8 1200 hr NA 19-600-309-6-2 030000S   / / * / / 
H-9 2400 hr NA 19-600-309-6-2 030000T   / / * / / 
H-10 2500 hr NA 19-600-309-6-2 030000T   / / * / / 
H-11 3000 hr NA 19-600-309-6-2 030000T   / / * / / 
H-12 3600 hr NA 19-600-309-6-2 030000T   / / * / / 
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DA B.1 (Continued) 
 
TASK # TASK DESCRIPTION REFERENCE WUC LEVEL 1 LEVEL II LEVEL III LEVEL IV 
H-13 4000 hr NA 19-600-309-6-2 030000U   / / * / / 
H-14 5000 hr NA 19-600-309-6-2 030000U   / / * / / 
H-15 6000 hr NA 19-600-309-6-2 030000U   / / * / / 
I GGU-9/M 02/N2 Generator      
I-1 26 week NA 19-600 274-6-2 030000J   / / * / / 
I-2 52 week NA 19-600 274-6-2 030000M   / / * / / 
I-3 250 hour (Low Pressure Compressor (LPC) NA 19-600 274-6-2 030000L   / /  / / 
I-4 500 hour (LPC) NA 19-600 274-6-2 030000N   / /  / / 
I-5 1000 hour (LPC) NA 19-600 274-6-2 030000R   / /  / / 
I-6 2000 hour (LPC) NA 19-600 274-6-2 030000T   / /  / / 
I-7 4000 hour (LPC) NA 19-600 274-6-2 030000U   / /  / / 
I-8 8000 hour (LPC) NA 19-600 274-6-2 030000V   / /  / / 
I-9 16,000 hour (LPC) NA 19-600 274-6-2 030000Y   / /  / / 
I-10 1000 hour (High Pressure Compressor (HPC) NA 19-600 274-6-2 030000R   / /  / / 
I-11 2000 hour (HPC) NA 19-600 274-6-2 030000T   / /  / / 
I-12 4000 hour (HPC) NA 19-600 274-6-2 030000U   / /  / / 
I-13 8000 (HPC) NA 19-600 274-6-2 030000V   / /  / / 
I-14 16,000 hour (HPC) NA 19-600 274-6-2 030000Y   / /  / / 
J Portable high Pressure Nitrogen Cylinder      
J-1 13 week NA 19-600-213-6-2 030000G   / / * / / 
J-2 26 week NA 19-600-213-6-2 030000J   / / * / / 
K A/M26U-4 NAN-4/4A Nitrogen Trailer      
K-1 13 week AG-750A0-MRC-010 030000G   / / * / / 
K-2 26 week AG-750A0-MRC-010 030000J   / / * / / 
L 1000/2000 Gallon Oxygen/Nitrogen, Cryogenic 

Service Systems 
 

 
 

  
L-1 4 week NA 19-600-262-6-2 030000B   / / * / / 
L-2 13 week NA 19-600-262-6-2 030000G   / / * / / 
L-3 26 week NA 19-600-262-6-2 030000J   / / * / / 
L-4 52 week NA 19-600-262-6-2 030000M   / / * / / 
M RC-1/LAU-TM liquid O2/N2 recharger      
M-1 28 day NA 19-600-314-6-2 030000B   / / * / / 
M-2 91 day  NA 19-600-314-6-2 030000G   / / * / / 
M-3 364 day NA 19-600-314-6-2 030000M   / / * / / 
M-4 500 hr NA 19-600-314-6-2 030000N   / / * / / 
M-5 1000 hr NA 19-600-314-6-2 030000R   / / * / / 
M-6 4000 hr NA 19-600-314-6-2 030000U   / / * / / 
N TMU-27 50 GALLON LOX Servicing Trailer      
N-1 91 day NA 19-600-282-6-2 030000G   / / * / / 
N-2 182 day  NA 19-600-282-6-2 030000J   / / * / / 
N-3 364 day NA 19-600-282-6-2 030000M   / / * / / 
O A/E26M-2A N2 Receiver Maintenance Facility      
O-1 91 day  NA 19-600-304-6-2 030000G   / / * / / 
O-2 182 day NA 19-600-304-6-2 030000J   / / * / / 
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DA B.1 (Continued) 
 
TASK # TASK DESCRIPTION REFERENCE WUC LEVEL 1 LEVEL II LEVEL III LEVEL IV 
O-3 100 hr  NA 19-600-304-6-2 030000G   / / * / / 
O-4 200 hr NA 19-600-304-6-2 030000K   / / * / / 
O-5 800 hr NA 19-600-304-6-2 030000Q   / / * / / 
O-6 1600 hr  NA 19-600-304-6-2 030000T   / / * / / 

 

 
 
B.2 Incorporates applicable Technical Directives changes/bulletins. 
 
TASK # TASK DESCRIPTION REFERENCE WUC LEVEL 1 LEVEL II LEVEL III LEVEL IV 
A Rapid Action Minor Engineering Change 

(RAMEC) Proposals NAVAIRINST 5215.10  
 

 / / * / / 
B Incorporates Technical Directives 

changes/bulletins OPNAVINST 4790.2  
 

 / / * / / 

 

 
 
B.3 Detects corrosion and performs corrosion control. 
 
TASK # TASK DESCRIPTION REFERENCE WUC LEVEL 1 LEVEL II LEVEL III LEVEL IV 
A Performs corrosion detection during all 

maintenance actions 
NA 01-1A-509 
NA 17-1-125 040 

 
* / / * / / 

B Performs corrective action on corrosion 
discrepancies 

NA 01-1A-509 
NA 17-1-125 040 

 
* / / * / / 

C Performs corrosion prevention using proper 
preventive materials & method 

NA 01-1A-509 
NA 17-1-125 040 

 
* / / * / / 

D Performs corrosion detection/ prevention on 
support equipment NA 17-1-125 040 

 
* / / * / / 

 

 
 
B.4 Demonstrates/applies knowledge of the principle of operation and performs applicable intermediate level maintenance on the TMU-84/E 

liquid nitrogen storage tank using appropriate maintenance procedures and support/test equipment. 
 
TASK # TASK DESCRIPTION REFERENCE WUC LEVEL 1 LEVEL II LEVEL III LEVEL IV 
A Principle of operation/operation      
A-1 TMU-83/E liquid oxygen storage tank AG-310A0-OMN-000 15CJ0  * / / * / / 
B Test and check      
B-1 TMU-83E liquid oxygen storage tank AG-310A0-OMN-000 15CJ0  * / / * / / 
C Troubleshoot      
C-1 Piping assembly AG-310A0-OMN-000 15CJ100  * / / * / / 
C-2 Trailer assembly AG-310A0-OMN-000 15CJ200  * / / * / / 
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B.5 Demonstrates/applies knowledge of the principle of operation and performs applicable intermediate level maintenance on the TMU-84/E 
liquid nitrogen storage tank using appropriate maintenance procedures and support/test equipment. 

 
TASK # TASK DESCRIPTION REFERENCE WUC LEVEL 1 LEVEL II LEVEL III LEVEL IV 
A Principle of operation/operation      
A-1 TMU-84/E liquid nitrogen storage tank AG-310A0-0MN-000 15EJ0  * / / * / / 
B Test and check      
B-1 TMU-84/E liquid nitrogen storage tank AG-310A0-0MN-000 15EJ0  * / / * / / 
C Troubleshoot      
C-1 Piping assembly AG-310A0-0MN-000 15EJ100  * / / * / / 
C-2 Trailer assembly AG-310A0-0MN-000 15EJ200  * / / * / / 

 

 
 
B.6 Demonstrates/applies knowledge of the principle of operation and performs applicable intermediate level maintenance on the A/U26U-1 

oxygen servicing unit using appropriate maintenance procedures and support/test equipment. 
 
TASK # TASK DESCRIPTION REFERENCE WUC LEVEL 1 LEVEL II LEVEL III LEVEL IV 
A Principle of operation/operation      
A-1 A/U26U-1 Oxygen Servicing Unit NA 19-25D-31 15BF0  * / / * / / 
B Test and check      
B-1 A/U26U-1 Oxygen Servicing Unit NA 19-600-269-6-1 15BF0  * / / * / / 
C Troubleshoot      
C-1 Trailer Assembly NA 19-25D-31 15BF600  * / / * / / 
C-2 Gas Storage System Assembly NA 19-25D-31 15BF1  * / / * / / 
C-3 Gaseous Nitrogen Module Assembly NA 19-25D-31 15BF1  * / / * / / 
C-4 Oxygen Module Assembly NA 19-25D-31 15BF200  * / / * / / 
C-5 Interface/Servicing Equipment NA 19-25D-31 15BF200  * / / * / / 
C-6 Oxygen Boost Pump Assembly NA 19-25D-31 15BF210  * / / * / / 
D Intermediate maintenance      
D-1 Repair Pressure regulator assembly NA 19-25D-31 15BF200  * / / * / / 
D-2 Repair Boost Pump NA 19-25D-31 15BF210  * / / * / / 

 

 
 
B.7 Demonstrates/applies knowledge of the principle of operation and performs applicable intermediate level maintenance on the A/E24T-226 

Aviators Breathing Oxygen Contaminant Analyzer (ABOCA) using appropriate maintenance procedures and support/test equipment. 
 
TASK # TASK DESCRIPTION REFERENCE WUC LEVEL 1 LEVEL II LEVEL III LEVEL IV 
A Principle of operation/operation      
A-1 A/E24T-226 (ABOCA) NA 17-15-98 34CHO  * / / * / / 
B Test and check      
B-1 A/E24T-226 (ABOCA) NA 17-15-98 34CH0  * / / * / / 
C Troubleshoot      
C-1 Modulator NA 17-15-98 34CH0  * / / * / / 
C-2 Keyboard NA 17-15-98 34CH0  * / / * / / 
C-3 Alignment NA 17-15-98 34CH0  * / / * / / 
C-4 Printer NA 17-15-98 34CH0  * / / * / / 
D Intermediate Maintenance NA 17-15-98 34CH0    
D-1 Performance Test NA 17-15-98 34CH0  * / / * / / 
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DA B.7 (Continued) 
 
TASK # TASK DESCRIPTION REFERENCE WUC LEVEL 1 LEVEL II LEVEL III LEVEL IV 
D-2 Throughput Test NA 17-15-98 34CH0  * / / * / / 
D-3 Air Cooled Source NA 17-15-98 34CH0  * / / * / / 
D-4 R&R Gas Cell Windows NA 17-15-98 34CH0  * / / * / / 
D-5 Floppy Drive NA 17-15-98 34CH0  * / / * / / 
D-6 Vacuum Pump NA 17-15-98 34CH0  * / / * / / 
D-7 Ancillary Plumbing NA 17-15-98 34CH0  * / / * / / 
D-8 Pressure Gauge NA 17-15-98 34CH0  * / / * / / 

 

 
 
B.8 Demonstrates/applies knowledge of the principle of operation and performs applicable intermediate level maintenance on the NAN-3 

nitrogen servicing unit using appropriate maintenance procedures and support/test equipment. 
 
TASK # TASK DESCRIPTION REFERENCE WUC LEVEL 1 LEVEL II LEVEL III LEVEL IV 
A Principle of operation      
A-1 NAN-3 nitrogen servicing unit NA 19-25B-15 15EK0  * / / * / / 
B Test and check      
B-1 NAN-3 nitrogen servicing unit NA 19-25B-15 15EK0  * / / * / / 
C Troubleshoot      
C-1 Control panel/assembly NA 19-25B-15 15EK100  * / / * / / 
D Intermediate maintenance NA 19-25B-15     
D-1 Repair pump/motor NA 19-25B-15 15EK110  * / / * / / 
D-2 Repair lever control valve NA 19-25B-15 15EK180  * / / * / / 

 

 
 
B.9 Demonstrates/applies knowledge of the principle of operation and performs applicable intermediate level maintenance on the TMU 70/M LOX 

servicing trailer using appropriate maintenance procedures and support/test equipment. 
 
TASK # TASK DESCRIPTION REFERENCE WUC LEVEL 1 LEVEL II LEVEL III LEVEL IV 
A Principle of operation      
A-1 TMU 70/M LOX servicing trailer NA 19-25D-26 15BQ0  * / / * / / 
B Test and check      
B-1 TMU 70/M LOX servicing trailer NA 19-25D-26 15BQ0  * / / * / / 
C Troubleshoot      
C-1 Toggle valve assembly NA 19-25D-26 15BQ600  * / / * / / 
C-2 Relief valve assembly NA 19-25D-26 15BQ700  * / / * / / 
D Intermediate maintenance      
D-1 Repair toggle Valve assembly NA 19-25D-26 15BQ600  * / / * / / 

 

 
 
B.10 Demonstrates/applies knowledge of the principle of operation and performs applicable intermediate level maintenance on the A/E26U-1/2 

N2/O2 recharger using appropriate maintenance procedures and support/test equipment. 
 
TASK # TASK DESCRIPTION REFERENCE WUC LEVEL 1 LEVEL II LEVEL III LEVEL IV 
A Principle of operation      
A-1 A/E26U-1/2 recharger AG-110CO-OMP-000 15ED0   / / * / / 
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DA B.10 (Continued) 
 
TASK # TASK DESCRIPTION REFERENCE WUC LEVEL 1 LEVEL II LEVEL III LEVEL IV 
B Test and check      
B-1 A/E26U-1/2 recharger AG-110CO-OMP-000 15ED0   / / * / / 
C Troubleshoot      
C-1 Control panel assembly (LOX) AG-110CO-OMP-000 15ED1   / / * / / 
C-2 Electrical assembly AG-110CO-OMP-000 15ED300   / / * / / 
C-3 Piping/tubing assembly AG-110CO-OMP-000 15ED200   / / * / / 
C-4 Control panel assembly (LN2) AG-110CO-OMP-000 15EDD   / / * / / 
D Intermediate maintenance      
D-1 Control panel assembly (LOX) AG-110CO-OMP-000 15ED1   / / * / / 
D-2 Cryogenic pump AG-110CO-OMP-000 15ED210   / / * / / 
D-3 Surge bottle AG-110CO-OMP-000 15ED220   / / * / / 
D-4 Burst disc holder assembly (LOX) AG-110CO-OMP-000 15ED230   / / * / / 
D-5 Burst disc holder assembly (LN2) AG-110CO-OMP-000 15ED240   / / * / / 
D-6 Motor AG-110CO-OMP-000 15ED310   / / * / / 
D-7 Motor starter AG-110CO-OMP-000 15ED311   / / * / / 
D-8 Control panel assembly (LN2) AG-110CO-OMP-000 15EDD   / / * / / 
D-9 Vaporizer AG-110CO-OMP-000 15EDE   / / * / / 

 

 
 
B.11 Demonstrates/applies knowledge of the principle of operation and performs applicable intermediate level maintenance on the ASU2-620RPSA-

TME liquid O2/N2 generating plant using appropriate maintenance procedures and support/test equipment. 
 
TASK # TASK DESCRIPTION REFERENCE WUC LEVEL 1 LEVEL II LEVEL III LEVEL IV 
A Principle of operation/operation      
A-1 ASU2-620RPSA-TME liquid O2/N2 generating 

plant 
NA 19-25D-36 

15HQ0 
 

* / / * / / 
A-2 Diesel powered electric generator NA 19-25D-36 15HQB00  * / / * / / 
A-3 Power distribution box NA 19-25D-36 15HQ110  * / / * / / 
A-4 Air compressor system NA 19-25D-36 15HQ200  * / / * / / 
A-5 3-bed RPSA air purifier NA 19-25D-36 15HQ300  * / / * / / 
A-6 Air separator (cold box) NA 19-25D-36 15HQ100  * / / * / / 
A-7 Control panel (Gages, ECT.) NA 19-25D-36 15HQ400  * / / * / / 
A-8 Plant Derime NA 19-25D-36 15HQ0  * / / * / / 
A-9 Plant start-up NA 19-25D-36 15HQ0  * / / * / / 
A-10 Liquid O2 production NA 19-25D-36 15HQ0  * / / * / / 
A-11 Liquid N2 production NA 19-25D-36 15HQ0  * / / * / / 
A-12 Simultaneous production NA 19-25D-36 15HQ0  * / / * / / 
A-13 Cold Plant shut down NA 19-25D-36 15HQ0  * / / * / / 
A-14 Cold Plant restart NA 19-25D-36 15HQ0  * / / * / / 
B Test and check      
B-1 Hourly reading NA 19-25D-36 15HQ0  * / / * / / 
B-2 Oil indicator NA 19-25D-36 15HQ5  * / / * / / 
B-3 Solenoid drain valves NA 19-25D-36 15HQ5  * / / * / / 
C Troubleshoot      
C-1 Diesel powered electric generator NA 19-25D-36 15HQB00  * / / * / / 
C-2 Power distribution box NA 19-25D-36 15HQ110  * / / * / / 
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DA B.11 (Continued) 
 
TASK # TASK DESCRIPTION REFERENCE WUC LEVEL 1 LEVEL II LEVEL III LEVEL IV 
C-3 Air compressor system NA 19-25D-36 15HQ200  * / / * / / 
C-4 3-bed RPSA air purifier NA 19-25D-36 15HQ300  * / / * / / 
C-5 Air separator (Cold Box) NA 19-25D-36 15HQ100  * / / * / / 
C-6 Control Panel (Gages, ETC.) NA 19-25D-36 15HQ400  * / / * / / 
D Intermediate maintenance      
D-1 R&R power distribution box NA 19-25D-36 15HQ110  * / / * / / 
D-2 Repair power distribution box NA 19-25D-36 15HQ110  * / / * / / 
D-3 R&R air compressor system NA 19-25D-36 15HQ200  * / / * / / 
D-4 Repair air compressor system NA 19-25D-36 15HQ200  * / / * / / 
D-5 R&R 3-bed RPSA air purifier NA 19-25D-36 15HQ300  * / / * / / 
D-6 Repair 3-bed RPSA air purifier NA 19-25D-36 15HQ300  * / / * / / 
D-7 R&R air separator (Cold Box) NA 19-25D-36 15HQ100  * / / * / / 
D-8 Repair air separator (Cold Box) NA 19-25D-36 15HQ100  * / / * / / 
D-9 R&R Control Panel (Gages, ETC.) NA 19-25D-36 15HQ400  * / / * / / 
D-10 Repair Control Panel (Gages, ETC.) NA 19-25D-36 15HQ400  * / / * / / 
D-11 Calibrate analyzer NA 19-25D-36   * / / * / / 

 

 
 
B.12 Demonstrates/applies knowledge of the principle of operation and performs applicable intermediate level maintenance on the GGU-9/M 02/N2 

generator using appropriate maintenance procedures and support/test equipment. 
 
TASK # TASK DESCRIPTION REFERENCE WUC LEVEL 1 LEVEL II LEVEL III LEVEL IV 
A Principle of operation      
A-1 GGU-9/M O2/N2 generator NA 19-75AAC-14-1/2 15HM0  * / / * / / 
A-2 Gaseous N2 production NA 19-75AAC-14-1/2 15HM0  * / / * / / 
A-3 LAU-7 gaseous N2 production NA 19-75AAC-14-1/2 15HM0  * / / * / / 
A-4 Gaseous O2 production NA 19-75AAC-14-1/2 15HM0  * / / * / / 
B Test and check      
B-1 GGU-9/M O2/N2 generator NA 19-75AAC-14-1/2 15HM0  * / / * / / 
B-2 Hourly reading NA 19-75AAC-14-1/2 15HM0  * / / * / / 
B-3 A & B alarm monitor setting NA 19-75AAC-14-1/2 15HM0  * / / * / / 
C Troubleshoot      
C-1 Control panel assembly NA 19-75AAC-14-1/2 15HM500  * / / * / / 
C-2 Junction box assembly NA 19-75AAC-14-1/2 15HMB10  * / / * / / 
C-3 High pressure compressor assembly NA 19-75AAC-14-1/2 15HM800  * / / * / / 
C-4 High pressure module assembly NA 19-75AAC-14-1/2 15HMC00  * / / * / / 
C-5 Solenoid valve NA 19-75AAC-14-1/2 15HN2  * / / * / / 
C-6 Running gear assembly NA 19-75AAC-14-1/2 15HN600  * / / * / / 
D Intermediate maintenance      
D-1 R&R LPC NA 19-75AAC-14-1/2 15HMB10   / / * / / 
D-2 Repair LPC NA 19-75AAC-14-1/2 15HMB10   / / * / / 
D-3 R&R HPC NA 19-75AAC-14-1/2 15HM800   / / * / / 
D-4 Repair HPC NA 19-75AAC-14-1/2 15HM800   / / * / / 
D-5 R&R High Pressure Module Assy NA 19-75AAC-14-1/2 15HMC00   / / * / / 
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DA B.12 (Continued) 
 
TASK # TASK DESCRIPTION REFERENCE WUC LEVEL 1 LEVEL II LEVEL III LEVEL IV 
D-6 R&R Heat Exchanger NA 19-75AAC-14-1/2 15HMF   / / * / / 
D-7 R&R Nitrogen Bed Assy NA 19-75AAC-14-1/2 15HM3   / / * / / 
D-8 R&R Oxygen Bed Assy NA 19-75AAC-14-1/2 15HM4   / / * / / 
D-9 R&R Control Panel NA 19-75AAC-14-1/2 15HM500   / / * / / 
D-10 Repair Control Panel NA 19-75AAC-14-1/2 15HM500   / / * / / 
D-11 R&R Solenoid Valve NA 19-75AAC-14-1/2 15HN2   / / * / / 
D-12 Repair Solenoid Valve NA 19-75AAC-14-1/2 15HN2   / / * / / 
D-13 R&R LAU-7 Charging Assy NA 19-75AAC-14-1/2 15HN500   / / * / / 
D-14 Repair LAU-7 Charging Assy NA 19-75AAC-14-1/2 15HN500   / / * / / 
D-15 Running Gear Assy NA 19-75AAC-14-1/2 15HN600   / / * / / 
D-16 Adjust O2 flow NA 19-75AAC-14-1/2 15HM0  * / / * / / 
D-17 Adjust N2 flow NA 19-75AAC-14-1/2 15HM0  * / / * / / 

 

 
 
B.13 Demonstrates/applies knowledge of the principle of operation and performs applicable intermediate level maintenance on the portable 

high-pressure nitrogen cylinder using appropriate maintenance procedures and support/test equipment. 
 
TASK # TASK DESCRIPTION REFERENCE WUC LEVEL 1 LEVEL II LEVEL III LEVEL IV 
A Principle of operation/operation      
A-1 Portable high pressure cylinder NA 19-35-17 15EM0  * / / * / / 
B Functional check      
B-1 Pre-operational inspection NA 19-35-17 15EM0  * / / * / / 
C Fault isolation      
C-1 Regulator NA 19-35-17 15EM2  * / / * / / 

 

 
 
B.14 Demonstrates/applies knowledge of the principle of operation and performs applicable intermediate level maintenance on the A/M26U-4 NAN-

4/4A nitrogen trailer using appropriate maintenance procedures and support/test equipment. 
 
TASK # TASK DESCRIPTION REFERENCE WUC LEVEL 1 LEVEL II LEVEL III LEVEL IV 
A Principle of operation/operation      
A-1 A/M26U-4 nitrogen trailer AG-750AO-0MN-000 15EL0  * / / * / / 
B Functional check      
B-1 A/M26U-4 nitrogen trailer AG-750AO-MRL-000 15EL0  * / / * / / 
C Fault isolation      
C-1 Control panel AG-750AO-0MN-000 15EL100  * / / * / / 
C-2 Pressure regulator AG-750AO-0MN-000 15EL130  * / / * / / 
C-3 Booster pump AG-750AO-0MN-000 15EL180  * / / * / / 
D Intermediate maintenance      
D-1 R&R pressure regulator AG-750AO-0MN-000 15EL130   / / * / / 
D-2 R&R booster pump AG-750AO-0MN-000 15EL160   / / * / / 
D-3 Repair booster pump AG-750AO-0MN-000 15EL160   / / * / / 
D-4 Adjust lever control valve AG-750AO-0MN-000 15EL180   / / * / / 
D-5 Repair brake assembly AG-750AO-0MN-000 15EL510   / / * / / 
D-6 Adjust preset regulator AG-750AO-0MN-000 15EL130   / / * / / 
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B.15 Demonstrates/applies knowledge of operation and performs applicable intermediate level maintenance on the 1000/2000 oxygen/nitrogen 
Cryogenic Service Systems using the appropriate maintenance procedures and support/test equipment. 

 
TASK # TASK DESCRIPTION REFERENCE WUC LEVEL 1 LEVEL II LEVEL III LEVEL IV 
A Operation      
A-1 Principle of operation/operation NA 19-5-502 15CLO  * / / * / / 
B Test and check      
B-1 1000/2000 Gallon Cryogenic Service System NA 19-600-262-6-

1120 15CL0  * / / * / / 
C Troubleshoot      
C-1 Electronic vaporizer (Heat Exchanger) NA 19-5-502 15CL0  * / / * / / 
C-2 Vessel NA 19-5-502 15CL0  * / / * / / 
D Intermediate Maintenance      
D-1 LOX/LN2 Wash Purging NA 19-5-502 15CL0   / / * / / 
D-2 LOX/LN2 Wash of Storage Containers     / / * / / 

 

 
 
B.16 Demonstrates/applies knowledge of the principle of operation and performs applicable intermediate level maintenance on the Cryogenic 

sample using appropriate maintenance procedures and support/test equipment. 
 
TASK # TASK DESCRIPTION REFERENCE WUC LEVEL 1 LEVEL II LEVEL III LEVEL IV 
A Principle of operation      
A-1 Oxygen Sampler AG-115SL-0MP-000 15XA3  * / / * / / 
B Test and check      
B-1 Oxygen Sampler AG-115SL-0MP-000 15XA3  * / / * / / 
C Intermediate Maintenance      
C-1 Sample Cylinder Purging AG-115SL-0MP-000 15XA3  * / / * / / 
C-2 Charging Manifold Purging AG-115SL-0MP-000 15XA3  * / / * / / 
C-3 Sample Cylinder Cleaning AG-115SL-0MP-000 15XA3  * / / * / / 
C-4 Charging Manifold Cleaning AG-115SL-0MP-000 15XA3  * / / * / / 
C-5 Sample Hose Cleaning AG-115SL-0MP-000 15XA3  * / / * / / 
C-6 Container Case AG-115SL-0MP-000 15XA3  * / / * / / 
C-7 Manifold Retainer AG-115SL-0MP-000 15XA3  * / / * / / 
C-8 Charging Manifold Weld Assy AG-115SL-0MP-000 15XA3  * / / * / / 
C-9 Sample Cylinder Extraction Valve AG-115SL-0MP-000 15XA3  * / / * / / 
C-10 Sampling Valve AG-115SL-0MP-000 15XA3  * / / * / / 
C-11 Hydrostatic Testing of Sample Cylinders AG-115SL-0MP-000 15XA3  * / / * / / 

 

 
 
B.17 Demonstrates/applies knowledge of the principle of operation and performs applicable intermediate level maintenance on the RC-1/LAU-TM 

liquid O2/N2 Recharger using appropriate maintenance procedures and support/test equipment. 
 
TASK # TASK DESCRIPTION REFERENCE WUC LEVEL 1 LEVEL II LEVEL III LEVEL IV 
A Principals of Operation      
A-1 RC-1/LAU-TM recharger NA 19-75AAC-15   * / / * / / 
B Test and check      
B-1 RC-1/LAU-TM recharger NA 19-75AAC-15   * / / * / / 
B-2 Control panel assembly NA 19-75AAC-15   * / / * / / 
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DA B.17 (Continued) 
 
TASK # TASK DESCRIPTION REFERENCE WUC LEVEL 1 LEVEL II LEVEL III LEVEL IV 
B-3 Cryogenic pump NA 19-75AAC-15   * / / * / / 
B-4 Motor assembly NA 19-75AAC-15   * / / * / / 
B-5 Piping/tubing assembly NA 19-75AAC-15   * / / * / / 
C Troubleshoot      
C-1 RC-1/LAU-TM recharger NA 19-75AAC-15   * / / * / / 
D Intermediate Maintenance      
D-1 R&R control panel assembly NA 19-75AAC-15    / / * / / 
D-2 Repair control panel assembly NA 19-75AAC-15    / / * / / 
D-3 R&R cryogenic pump NA 19-75AAC-15    / / * / / 
D-4 Repair cryogenic pump NA 19-75AAC-15    / / * / / 
D-5 R&R motor assembly NA 19-75AAC-15    / / * / / 
D-6 Repair motor assembly NA 19-75AAC-15    / / * / / 
D-7 R&R piping/tubing assembly NA 19-75AAC-15    / / * / / 
D-8 Repair piping/tubing assembly NA 19-75AAC-15    / / * / / 

 

 
 
B.18 Demonstrates/applies knowledge of the principle of operation and performs applicable intermediate level maintenance on the TMU-27/M 50 

Gallon LOX Servicing Trailer using appropriate maintenance procedures and support/test equipment. 
 
TASK # TASK DESCRIPTION REFERENCE WUC LEVEL 1 LEVEL II LEVEL III LEVEL IV 
A Principals of Operation      
A-1 TMU-27/M 50 Gallon LOX servicing trailer NA 19-25D-33 15BH0  * / / * / / 
B Test and check      
B-1 TMU-27/M 50 Gallon LOX servicing trailer NA 19-25D-33 15BH0  * / / * / / 
B-2 Control panel assembly NA 19-25D-33 15BH0  * / / * / / 
B-3 Piping/tubing assembly NA 19-25D-33 15BH0  * / / * / / 
C Troubleshoot      
C-1 TMU-27/M 50 Gallon LOX servicing trailer NA 19-25D-33 15BH0  * / / * / / 
D Intermediate maintenance      
D-1 R&R control panel assembly NA 19-25D-33 15BH0   / / * / / 
D-2 Repair control panel assembly NA 19-25D-33 15BH0   / / * / / 
D-3 R&R piping/tubing assembly NA 19-25D-33 15BH0   / / * / / 
D-4 Repair piping/tubing assembly NA 19-25D-33 15BH0   / / * / / 

 

 
 
B.19 Demonstrates/applies knowledge of the principle of operation and performs applicable intermediate level maintenance on the A/E26M-2A N2 

receiver maintenance facility using appropriate maintenance procedures and support/test equipment. 
 
TASK # TASK DESCRIPTION REFERENCE WUC LEVEL 1 LEVEL II LEVEL III LEVEL IV 
A Principals of Operation      
A-1 A/E26M-2A N2 receiver maintenance facility NA 19-5-503 15EQ0  * / / * / / 
B Test and check      
B-1 A/E26M-2A N2 receiver maintenance facility NA 19-5-503 15EQ0  * / / * / / 
B-2 Control panel assembly NA-19-5-503 15EQ210  * / / * / / 
B-3 Vacuum pump NA 19-5-503 15EQD  * / / * / / 
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DA B.19 (Continued) 
 
TASK # TASK DESCRIPTION REFERENCE WUC LEVEL 1 LEVEL II LEVEL III LEVEL IV 
B-4 Purifier assembly NA 19-5-503 15EQ300  * / / * / / 
B-5 Piping/tubing assembly NA 19-5-503 15EQ1  * / / * / / 
B-6 Compressor NA 19-5-503 15EQ220  * / / * / / 
B-7 Purge oven assembly NA 19-5-503 15EQC00  * / / * / / 
B-8 Moisture monitor NA 19-5-503 15EQB00  * / / * / / 
B-9 Circulation heater NA 19-5-503 15EQ800  * / / * / / 
C Troubleshoot      
C-1 A/E26M-2A N2 receiver maintenance facility NA 19-5-503 15EQ0  * / / * / / 
C-2 Control panel assembly NA 19-5-503 15EQ210  * / / * / / 
C-3 Vacuum pump NA 19-5-503 15EQD  * / / * / / 
C-4 Purifier assembly NA 19-5-503 15EQ300  * / / * / / 
C-5 Piping/tubing assembly NA 19-5-503 15EQ1  * / / * / / 
C-6 Compressor NA 19-5-503 15EQ220  * / / * / / 
C-7 Purge oven assembly NA 19-5-503 15EQC00  * / / * / / 
C-8 Moisture monitor NA 19-5-503 15EQB00  * / / * / / 
C-9 Circulation heater NA 19-5-503 15EQ800  * / / * / / 
D Intermediate Maintenance      
D-1 R&R control panel assembly NA 19-5-503 15EQ210   / / * / / 
D-2 Repair control panel assembly NA 19-5-503 15EQ210   / / * / / 
D-3 R&R vacuum pump NA 19-5-503 15EQD   / / * / / 
D-4 Repair vacuum pump NA 19-5-503 15EQD   / / * / / 
D-5 R&R purifier assembly NA 19-5-503 15EQ300   / / * / / 
D-6 Repair purifier assembly NA 19-5-503 15EQ300   / / * / / 
D-7 R&R piping/tubing assembly NA 19-5-503 15EQ1   / / * / / 
D-8 Repair piping/tubing assembly NA 19-5-503 15EQ1   / / * / / 
D-9 R&R compressor NA 19-5-503 15EQ220   / / * / / 
D-10 Repair compressor NA 19-5-503 15EQ220   / / * / / 
D-11 R&R purge oven assembly NA 19-5-503 15EQC00   / / * / / 
D-12 Repair purge oven assembly NA 19-5-503 15EQC00   / / * / / 
D-13 R&R moisture monitor NA 19-5-503 15EQB00   / / * / / 
D-14 Repair moisture monitor NA 19-5-503 15EQB00   / / * / / 
D-15 R&R circulation heater NA 19-5-503 15EQ800   / / * / / 
D-16 Repair circulation heater NA 19-5-503 15EQ800   / / * / / 
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APPENDIX C 
 

WORK CENTER SUMMARY 
HELICOPTER MECHANIC, (MOS 6074) 

 
 
 

WORK CENTER NAME/NUMBER:  
 
 
 
NAME/MOS LEVEL A.1 A.2 A.3 A.4 B.1 B.2 B.3 B.4 B.5 B.6 B.7 B.8 B.9 B.10 B.11 

II     XXXX XXXX        XXXX  
III                 
IV                
II     XXXX XXXX        XXXX  
III                 
IV                
II     XXXX XXXX        XXXX  
III                 
IV                
II     XXXX XXXX        XXXX  
III                 
IV                
II     XXXX XXXX        XXXX  
III                 
IV                
II     XXXX XXXX        XXXX  
III                 
IV                
II     XXXX XXXX        XXXX  
III                 
IV                
II     XXXX XXXX        XXXX  
III                 
IV                
II     XXXX XXXX        XXXX  
III                 
IV                
II     XXXX XXXX        XXXX  
III                 
IV                
II     XXXX XXXX        XXXX  
III                 
IV                
II     XXXX XXXX        XXXX  
III                 
IV                
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 DATE: May 2002 
APPENDIX C-2

WORK CENTER SUMMARY 
HELICOPTER MECHANIC, (MOS 6074) 

 
 
 

WORK CENTER NAME/NUMBER:  
 
 
 
NAME/MOS LEVEL B.12 B.13 B.14 B.15 B.16 B.17 B.18 B.19 

II         
III          
IV         
II         
III          
IV         
II         
III          
IV         
II         
III          
IV         
II         
III          
IV         
II         
III          
IV         
II         
III          
IV         
II         
III          
IV         
II         
III          
IV         
II         
III          
IV         
II         
III          
IV         
II         
III          
IV         
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NAME/SSN:  RANK:  MOS:  DATE: May 2002 
 

APPENDIX D 
 

APPENDIX D 
 

SUPPORT EQUIPMENT LICENSING RECORD 
 
 
SUPPORT EQUIPMENT NOMENCLATURE REFERENCE PHASE I PHASE II LICENSED EXPIRATION 

      
      
      
      
      
      
      
      
      
      
      
      
      
      
      
      
      
      
      
      
      
      
      
      
      
      
      
      
      
      
      
      
      
      
      
      

 


